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Iron-specific Signal Separation 
from within Heavy Metal Stained 
Biological Samples Using 
X-Ray Microtomography with 
Polychromatic Source and Energy-
Integrating Detectors
Tsvi Katchalski1, Tom Case2, Keun-young Kim1, Ranjan Ramachandra1, Eric A. Bushong  1, 
Thomas J. Deerinck1, Matthias G. Haberl  1, Mason R. Mackey1, Steven Peltier1,  
Guillaume A. Castillon1, Nobuko Fujikawa2, Albert R. Lawrence1 & Mark H. Ellisman1,3
Biological samples are frequently stained with heavy metals in preparation for examining the macro, 
micro and ultra-structure using X-ray microtomography and electron microscopy. A single X-ray 
microtomography scan reveals detailed 3D structure based on staining density, yet it lacks both 
material composition and functional information. Using a commercially available polychromatic X-ray 
source, energy integrating detectors and a two-scan configuration labelled by their energy- “High” and 
“Low”, we demonstrate how a specific element, here shown with iron, can be detected from a mixture 
with other heavy metals. With proper selection of scan configuration, achieving strong overlap of source 
characteristic emission lines and iron K-edge absorption, iron absorption was enhanced enabling K-edge 
imaging. Specifically, iron images were obtained by scatter plot material analysis, after selecting 
specific regions within scatter plots generated from the “High” and “Low” scans. Using this method, 
we identified iron rich regions associated with an iron staining reaction that marks the nodes of Ranvier 
along nerve axons within mouse spinal roots, also stained with osmium metal commonly used for 
electron microscopy.
X-ray microtomography (XRM) has established itself as a powerful imaging method for biological samples. The 
high penetration of X-rays makes it attractive for whole body/organ imaging, generating 3D volumes and imaging 
optically opaque samples while exposing the samples to minimal radiation damage1,2. It has also been shown to 
assist in selecting regions of interest (ROI) prior to performing electron microscopy (EM), improving workflow 
efficiency3,4. Standard XRM with lab-based instruments can now provide isotropic resolution near 0.5 μm.
In general, reconstructed images will display overall attenuation correlated with specimen density without 
the ability to discriminate variations in material composition or the ability to detect a specific marker. This gen-
erally has little impact given that the staining methods, in many cases, are not very specific. However, we rea-
soned that having the ability to follow a specific marker would provide an advantage for biological specimens, 
especially if it could be linked to light microscopic (LM) probe-based methods that allow dynamic imaging in a 
fluorescence microscope. Numerous probes have been developed that allow one to convert fluorescent signals to 
electron-dense metallic labels, thereby allowing correlated LM and EM imaging of specimens5–9. As investigators 
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are now turning to XRM as a means of tracking ROI from LM to EM, there is a potential demand for a means to 
track specific metals by XRM3,4,10–14.
Various strategies have been developed for performing material analysis using X-rays. These include methods 
using monochromatic X-ray sources either from large synchrotrons15 or laser produced plasma16, and recently 
a method using a polychromatic source and Ross filter pairs17. While the former methods involve using special-
ized sources, the latter has the advantage of using accessible (laboratory scale) X-ray tubes. On the other hand, 
the Ross filter pair involves taking four measurements – one for each filter, generating effectively two narrow 
band-pass filters resulting in relatively low source power utilization. In essence, all the above referenced methods 
present some sort of K-edge imaging principles18 whereby the element of interest is typically imaged with energy 
just below and just above the K-edge, using the large abrupt variation in absorption to generate high contrast. 
Other methods include dual energy as used in medical imaging, where the different contributions of photo-
electric and Compton scatter to the total absorption are used (e.g., to separate calcium or bone from iodine19). 
Typically, in those cases the minimum X-ray energy of substantial power due to filtration is considerably above 
any low Z-element K-edge energy. Also it is worth noting that this method will be further enhanced by employing 
next generation photon counting detectors20–22, now being deployed on a growing number of systems.
In the work presented here we used XRM to detect specifically stained iron regions of micron and sub-micron 
scale in a biological sample stained with other heavy metals typically used for electron microscopy staining, such 
as osmium. We used a two-scan configuration and scatter plots to perform material analysis. The first scan uses 
the characteristic emission lines of the tungsten source to enhance the absorption of iron, which has a strong 
K-edge onset at an energy just smaller than the first in a series of emission lines. The second scan is performed 
after X-pray filtration which absorbs strongly the characteristic emission lines relative to the higher energy con-
tinuum part of the spectrum causing a reduction in iron absorption. We initially demonstrated results on a phan-
tom, then theoretically explored optimal scan configuration and finally applied this information to identify iron 
rich regions associated with the nodes of Ranvier in samples of mouse spinal root stained with iron and osmium. 
These results could potentially allow following iron specific biological markers such as ferritin23 and thus, intro-
duce functionality into XRM measurements.
Results and Discussion
Initially, we tested feasibility using a phantom containing microtubes holding either aqueous iron, aqueous ura-
nium, or pure water, as shown in Fig. 1. Uranium was used to represent the heavy metal stains typically used in 
biological staining, which can include osmium (76Os), lead (82Pb), and uranium (92U). Uranium was chosen over 
osmium tetroxide (OsO4) as it is considerably less toxic. Iron (26Fe) was the target metal of interest. The exact 
phantom composition is detailed in supplemental material S1. The microtubes contained aqueous ferric chloride 
(FeCl3·6H2O) at 0.2% and 0.1% by weight or uranyl acetate, UA (UO2(CH3COO)2·2H2O) at 0.02% and 0.01% by 
weight. A pure water tube was included for calibration. A reconstructed 3D volume rendering of the phantom 
is shown in Fig. 1(a). Slice images from the two scans performed at 60kVp with 25um-thick iron filter and at 
30kVp without any filtration denoted by “High” and “Low”, respectively are shown in Fig. 1(b,c). Both have been 
calibrated using the water and air regions such as to express attenuation (μ) in units [cm−1]. Water attenuation 
was calibrated to be 0.25 cm−1 and 3.3 cm−1 for the “High and “Low” scans respectively, as estimated theoretically. 
The grayscale in each slice image was in the range ±25% of water attenuation, to enable comparison between the 
two. The composition of each of the microtube is marked in Fig. 1(b). Clearly, observing each slice on its own, it 
is impossible to know which solution is present in each microtube. Close examination of Fig. 1(c), shows visible 
enhancement of the iron containing microtubes at the “Low” energy scan as compared to the “High”. It is this 
enhancement that enables material analysis.
Two common methods for performing material analysis are scatter plot material analysis24 and the related 
material basis decomposition19,25,26. Both methods can be applied in the case of K-edge imaging, as shown in 
Fig. 1(d–f) and (g,h), respectively. In this study, we focus on the scatter plot approach for material analysis. In the 
scatter plot material analysis, a scatter plot is generated for all pixels in the slice image. Each point derives its (x-y) 
coordinate from the attenuation values in the “High” and “Low” images, respectively, as shown in Fig. 1(d). For 
clarity, “point” will be used to refer to elements in the scatter plots and “pixel” to elements in the images. The 
scatter plot consists of clouds of points, each associated with material composition in one microtube. Increasing 
concentration will shift the scatter point to higher attenuation values, i.e. points will move to the top-right posi-
tion in the scatter plot. The exact slope will depend on the chemical composition of the material. Slopes (α) of 
∝Fe = 16.4 ± 1.6 and ∝U  = 9.5 ± 0.47 were obtained for iron and uranium at this scan configuration, respectively. 
Material analysis capability will strongly depend on three factors. First, noise will affect the spread of points in the 
scatter clouds. Denoising methods that preserve resolution are typically applied to confine this spread. Second, 
concentration magnitude determines the distance from background along a given slope. The smaller the concen-
tration, the more difficult the analysis becomes. Third, chemical composition determines the slope magnitude in 
the scatter plot. Chemically distinct materials will have largely different slopes enabling easier separation. Noise, 
slope magnitude and the lower bound for concentration detectability will all be strongly influenced by the selected 
scan configuration. The performed material analysis, was based on the mid-slope by which any point above is 
considered to be iron, and any point below is considered to be uranium. A calibration based on the known mate-
rial concentration was performed to scale either the “High” or “Low” image, obtaining the iron material density 
image [mgFe/cc] shown in Fig. 1(e) in red colormap, and uranium material density image [mgU/cc] shown in 
Fig. 1(f) in green colormap.
Material analysis can also be done by way of material basis decomposition19,25,26, whereby the absorption of 
any material can be expressed by weighted summation of absorption of two basis material, iron and uranium in 
our case. A simplified approach formulates the problem as for two monoenergetic beams. Then, by solving two 
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equations, one for each scan configuration, the density component of each basis material, is easily extracted. 
Specifically, the two equations are:
µ µ ρ µ ρ= ⋅ + ⋅ˆ ˆ ˆ ˆ (1)M
Low
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Low
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Low
U
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where, µM
Low is the attenuation (or absorption interchangeably) of any material M, at “Low” energy scan configu-
ration, µˆFe
Low is the mass attenuation coefficient of iron at “Low” scan configuration, i.e., µ = µ
ρ
ˆFe
Low Fe
Low
Fe
 with µFe
Low 
the attenuation coefficient of iron and ρFe is the density of iron. Similarly, µˆU
Low is the mass attenuation coefficient 
of uranium. ρˆFe and ρˆU  are the material density components for iron and uranium, respectively, which together 
are used to represent material M. Equation (2) is similar to eq. (1) but for “High” scan configuration. As detailed 
in the supplemental material S2, ρˆFe, is a weighted subtraction of the “Low” image minus the “High” image and ρˆU  
is a weighted subtraction of the “High” image minus the “Low” image. The generated material basis decomposi-
tion images or simply material density images for iron and uranium are shown in Fig. 1(g) and (h), respectively.
We used the measured X-ray tube spectrums and theoretical elemental mass attenuation (energy) curves from 
NIST XCOM database27, as shown in Fig. 2(a), to simulate osmium to iron absorption ratio, in order to find con-
ditions of maximal iron absorption. We varied input spectrum peak tube potential, filtration material, filtration 
Figure 1. “High” and “Low” scan configuration of a phantom containing uranium and iron aqueous solutions 
in microtubes. Material analysis is performed in the middle row by scatter plot material analysis and in the last 
row by material basis decomposition. (a) 3D volume rendering of phantom configuration. (b,c) “High” and 
“Low” scan slice image, at 60 kVp with 25 μm thick iron filter and 30 kVp without filtration respectively. Material 
concentration in [%] by weight of compound, ferric chloride or uranyl acetate, are marked in (b). Water filled 
microtube and air were used to calibrate the results to give values in attenuation units [cm−1]. (d) Scatter plot 
of “Low” vs. “High” pixel values showing “clouds” of distinct chemical composition. (e,f) Scatter plot material 
analysis of iron and uranium using (d), which after calibration result in density images in units of [mgFe/
cc.] and [mgU/cc] for iron and uranium respectively. (g,h) Material basis decomposition results for iron and 
uranium.
www.nature.com/scientificreports/
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thickness, and accounted for detector stopping power. We found the two scan conditions with maximum and 
minimum absorption ratio, termed as “Low” and “High”, to be 30 kVp with no filtration and 30 kVp with 25 μm 
thick iron foil filtration, respectively. The terms “Low” and “High” stand for the relative value of the mean spec-
trum energy. Using principles of K-edge imaging18, we note:
 1. Tungsten source characteristic emission L-lines (8.3 keV, 9.6 keV and 11.3 keV) are dominant at low tube 
voltage setting, e.g. at 30 kVp peak tube voltage, these account for almost 50% of the total spectrum energy 
being below 14 keV. The total spectrum energy being defined as the integrated photon energy,
∫ − .
∞
N E EdE N E E( ) , ( ) number of photons at energy (3)0
 2. Iron K-edge absorption onset (7.1 keV) is at energy just smaller than the source emission lines, resulting in 
good emission-absorption overlap enhancing iron absorption. The abrupt jump in iron absorption at the 
K-edge location is approximately 8-fold.
 3. Filtered spectrum (30 kVp with 25 μm thick iron filter) characteristic emission lines are suppressed, making 
continuous emission dominant and shifting the energy spectrum to a higher average value, resulting in 
the reduction of iron absorption relative to other metals. Now, less than 9% of the total spectrum is energy 
below 14 keV.
Scatter plot slopes for Fe, Pb, Os, and U using the two-scan configuration, assuming 5 um thick metal, are 
shown in Fig. 3. A steeper slope for iron signifies its enhancement relative to other metals due to the location of its 
K-edge at regions of high X-ray tube flux characteristic emission, as discussed in detail before. Based on the scat-
ter plots we defined a quantitative separation capacity measure of any two-metal pair arranged in a distance-type 
chart (Table 1). The scatter capacity is defined as the perpendicular distance of mid-slope to any one of the two 
slopes at unit attenuation.
The higher the value, the stronger is the separation capability. It is evident that iron has the potential to be 
separated at these conditions from the other metal elements. On the other hand, for example, separating osmium 
and lead would be a very difficult task. As tube output increases with voltage improving signal to noise ratio, we 
calculated the impact of increasing the tube voltage for the “High” scan, keeping existing filtration. At 60 kVp peak 
tube potential for which power is increased by a factor x2.5, we found the calculated slope and separation capacity 
Figure 2. X-ray characteristic emission spectrum and mass attenuation coefficient (energy) curves for several 
scan configurations and elements of interest. To create a strong elemental contrast, you need both cases of 
enhancement and suppression of Emission-absorption overlap. Source characteristic emission L-lines and 
location of iron K-edge onset at lower energy are used to enhance iron absorption. (a) Mass density attenuation 
coefficient (energy) curves µ ρ cm g/ [ / ]2  for osmium (Os), lead (Pb), uranium (U) and iron (Fe) are plotted in 
logarithmic scale on the left y-axis. Iron is in dashed curve while all the other are solid line curves with the 
element symbol located at the edge onset. Measured X-ray emission spectrum [photon count] are plotted in the 
lower part of the graph using the right y-axis, showing two scan configurations, “Low” 30 kVp unfiltered and 
“High” 30 kVp filtered with 25 μm thick iron foil. “High” energy spectrum was scaled x1.8. The peak tube 
potential can be identified by the cuff-off energy of the spectrum. (b) Includes, iodine mass attenuation 
coefficient and third scan configuration, “High-2” 60 kVp filtered with 25 μm thick tungsten foil. Some of the 
other curves have been fainted out for clarity. “High-2” energy spectrum was scaled x2. The two scans “High” 
and “High-2” are pre- and post- iodine K-edge enhancing iodine contrast - a second potential marker.
www.nature.com/scientificreports/
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to be within 2% of previously calculated values. And so, we performed the following two experimental scans, 
“Low” energy scan at 30 kVp with no filtration and a “High” energy scan at 60 kVp with 25 mm thick iron filter.
Next, we investigated a sample of spinal root extracted from the peripheral nervous system of a mouse, as 
shown in Fig. 4. The sample has been stained with iron, which is known to specifically target nodes of Ranvier28–30, 
and then subsequently stained with 1.0% osmium tetroxide31 as detailed in the supplemental material S3. The iron 
staining protocol was originally used to investigate axonal membrane structure, targeting the nodal axolemma 
with iron. Osmium is known to dominantly stain the myelin sheaths of the neuronal axon.
Figure 4(a,b) are the “Low” and “High” slice images of the spinal root cross-section. Images have been cal-
ibrated to express attenuation in units of [cm−1]. The packed bright circular structures are myelin sheaths sur-
rounding axons, heavily stained with osmium. As can be seen, staining is largest at the root periphery and reduced 
towards the center due to limited reagent accessibility. Additional sagittal and coronal views (perpendicular cross 
sections of the “Low” scan) are shown in Fig. 4(c,d). Iron-stained nodes of Ranvier appear as bright spots sur-
rounded by a black rim (Fig. 4(a)). The nodes are situated at points along axons where there is an absence of 
myelin, explaining their characteristic appearance, i.e. a bright spot due to iron surrounded by a dark ring due to 
the absence of osmium. Other bright spots throughout the volume were found to be associated with iron staining 
of Schwann cell nuclear nucleus.
To analyze material composition within the sample, we generated scatter plots from the “High” and “Low” 
images of the spinal root, as shown in Fig. 5. All pixels in the slice image, shown in Fig. 5(a) were used to generate 
the scatter plot shown in Fig. 5(b). Once the points crowd and overlap, we look now at density of points in units 
of point count. Air and plastic are both highly abundant and generate high count regions marked as “Air” and 
“Plastic”.
As expected for calibrated images the air region is centered at attenuation value (0,0). Pixels associated with 
other ROI within the image, as marked in Fig. 5a, can be mapped within the attenuation scatter plot. For clarity 
we show only the “Low” image, as it had stronger iron contrast and better signal to noise. As the spinal root center 
is only lightly stained with osmium, any iron present here will build primarily from background, which is plastic 
as shown in Fig. 5(b). Osmium regions populate the space in the scatter plots extending from plastic to high 
osmium concentration. As shown in Fig. 5(c), image slice 2 exhibits a node closer to the spinal root periphery, 
containing higher osmium staining. As expected, the iron is co-mingled with osmium, and yet it has a slope char-
acteristic of iron. Thus, it is possible to distinguish ROI containing iron even in the presence of moderate levels of 
osmium. Location of slice 1 and 2 can be seen in Fig. 4(c,d) marked by the dashed lines.
Figure 3. Calculated absorption scatter/slope plot of various metals present in the sample using the “Low” 
– (30 kVp peak tube potential and no filtration) and “High”- (30 kVp peak tube potential and 25 μm thick 
iron filter) scan configurations. The separation capacity is a measure of ease of separation of two elements, 
proportional to the depicted perpendicular distance between the two slopes. The steeper slope for iron indicated 
it has the potential to be separated from the other metals.
26Fe 76Os 82Pb 92U
26Fe
76Os 0.86
82Pb 1.04 0.08
92U 1.45 0.29 0.19
Table 1. Separation capacity for metal pairs in a distance type chart. The separation capacity is defined as the 
perpendicular distance of mid-slope to any one of the two slopes at unit attenuation, depicted in Fig. 3. The 
larger the separation capacity value, the easier it will be separating the two elements. The iron containing pairs 
had considerably larger separation capacity than those expected between pairs containing both heavy metals.
www.nature.com/scientificreports/
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We looked at the average line slopes (α) generated by iron and osmium material. For slice 1 and 2 we meas-
ured α( Fe
slice1 = 28 ± 21, αOs
slice1 = 11.5 ± 3.7) and α( Fe
slice2 = 27 ± 16, αOs
slice2 = 14.5 ± 5.7), respectively. Though the 
spread of points can be large, looking at the average value aids the analysis. It is the ability to identify different 
slopes (i.e. material lines) within the same sample, for iron and osmium in this case, that enables material analysis 
as shown in Fig. 6.
To locate the iron-rich regions throughout a slice image, we applied a material separation line to the scatter 
plot, as shown in Fig. 6(b). To overcome noise and refine the material analysis, we used a scheme that not only 
looks at the location within the scatter plot but also considers the character of neighboring pixels, to improve the 
material analysis, as described below.
 1) Points above the material separation line, i.e. the iron rich region, are initially selected to be iron pixels.
 2) For each selected point, we examine the points associated with its neighboring pixels in the slice image 
within a specified radius (e.g. radius 3 pixel). If the centroid of these points is within a given distance to the 
original separation line (which can be tuned) this confirms the classification of the initial pixel as iron-
rich and suggests nearest neighbors as possible iron-rich candidates as well. If not, i.e. it is too close to the 
osmium-rich region, it is removed.
 3) In an iterative manner, the added pixels are checked with the aid of their neighboring pixels to decide if 
they should be classified as iron-rich.
Nodes of Ranvier can be clearly identified as iron-rich in images analyzed by this method, as shown in Fig. 6(c) 
and marked N1-3. Surprisingly, other iron-rich regions with a circular morphology were also detected, as shown 
in Fig. 6(c) and marked S1-4. Examination of these ROI by transmission EM (TEM) revealed these structures 
Figure 4. Experimental XRM images of a mouse spinal root, stained with iron and osmium. (a,b) “Low” 
and “High” energy cross sectional images of spinal root, respectively. Red arrow points to location of node of 
Ranvier at center of red circle, specifically stained with iron. The circular structures are myelin sheaths stained 
with osmium. Air and plastic regions were used to calibrate. To ease comparison each image grayscale was set 
in the range [min, max] = [0, 4x (plastic value)]. In (b), air and plastic regions have been labeled. (c,d) Sagittal 
and coronal cross sections. Both images (a,b) are cross sections located at position of dashed line labeled slice 
1. Images of cross section labeled slice 2 will be discussed in next figure. Enlargements of boxed regions around 
the marked node (c1-d1) are inserted in each. Scale bars are all 20 μm.
www.nature.com/scientificreports/
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to be related to Schwann cell nucleus. The iron image shown in Fig. 6(d), is proportional to iron density and 
was calculated from the distance of iron points to the material separation line, yet not quantified due to lack of 
calibration.
We used a Transmission Electron Microscope (TEM) equipped with an in-column Electron Energy-Loss 
Spectrometer (EELS), to further validate our findings and to check that iron was indeed localized to the nodes of 
Ranvier and was not present elsewhere in the sample (Fig. 7). The TEM image of the nodes of Ranvier in a cen-
tral spinal root region reveals dense staining (Fig. 7a) which is confirmed to be iron from the iron map obtained 
by Energy-Filtered TEM (EFTEM) mapping (Fig. 7c). The EELS spectra taken at the node reveals presence of 
both iron (Fig. 7b1) and osmium (Fig. 7b2) edge onset of which occurs at 708 eV (L2,3 Edge) and 1960 eV (M4,5 
Edge) respectively32. Additionally, we performed EELS measurements at a control region in the same sample 
i.e. a region away from the node of Ranvier. (Fig. 7d). As can be seen from the spectrum (Fig. 7e1 and e2), this 
region had approximately the same amount of osmium but only negligible amount of iron in comparison with 
the node of Ranvier. The absence of iron in the control region, is further corroborated by the EFTEM iron map 
(Fig. 7f), which shows only noise. TEM images also revealed that the circular-shaped objects observed in the 
Figure 5. Scatter plots of the spinal root sample. Scatter plots (b,d) were generated by mapping each pixel by its 
“High” and “Low” attenuation value. Regions within the scatter plot can be traced to specific regions in the slice 
images shown in (a,c). Slice 1 (a) exemplifies a node in a low staining background. Two large point densities in 
the scatter plot are associated with air and plastic regions. A node (green circle) and another bright spot (white 
square) project in the scatter plot at a slope characteristic of iron, as seen when individual pixels associated with 
ROI are marked similarly in the scatter plot. Background locations with no prominent staining (red diamonds) 
were taken from the circular dark ring around the node and are associated with plastic. Myelin (black circles) 
ROI project along a line with a slope characteristic for osmium. Slice 2 (c) exemplifies a node in a region 
with considerable osmium staining, and so the iron is projected in the scatter plot (d) from a location already 
exhibiting some given osmium concentration.
www.nature.com/scientificreports/
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X-ray, were Schwann cells nuclei. The EELS spectrum taken at these locations confirmed the presence of iron 
(data not shown). Schwann cells are responsible for producing the myelin sheath around the neuronal axons and 
staining of the nuclear membrane and heterochromatin were visible.
Conclusions
We show that we can use the methods developed and described here to identify iron-rich regions in a sample 
stained with other elements (heavy metals) prepared for X-ray microtomography and EM imaging. Applying a 
two-scan configuration, iron absorption was selectively either enhanced or suppressed, providing strong contrast 
due to differences in X-ray source spectrum in the two cases. Good overlap of source characteristic emission lines 
and iron K-edge absorption was needed to achieve this contrast.
The results demonstrated here for iron can be extended to other elements in the future, by using non-tungsten 
X-ray sources, e.g. chrome or nickel target X-ray sources, and checking overlap of elements absorption edges. For 
example, it can be expected that cerium (6.6 keV L1-edge) will present similar results to iron (6.1 keV K-edge) 
with current tungsten source.
Some limitation is associated with the maximum sample size for which reasonable contrast can still be 
achieved. In this work, we imaged biological samples of physical size in the [mm] scale looking at features at 
sub-micron resolution. Too thick of a sample will result in X-ray beam filtration, depleting primarily the low 
energy part of the spectrum in a process called “beam hardening”. As a result, the source characteristic emission 
lines will be suppressed, decreasing the iron absorption and resulting in smaller iron contrast. We found samples 
with path lengths of approximately 1 mm are free of this limitation. For the same reason, filtered X-ray sources 
used in medical imaging (used to reduce skin dose) will not exhibit strong iron absorption, as shown here due to 
complete depletion of the X-ray spectrum below 30 keV.
Figure 6. Scatter plot was used to automatically segment the iron rich nodes of Ranvier regions. Other regions 
stained with iron were found out to be iron staining of the Schwann cell nucleus. (a) Slice image (b) Scatter plot 
allowing material analysis using shown material separation lines. (c) Overlay of Material analysis iron image 
(green) on original slice image. (d) Iron image proportional to iron density, in arbitrary units. All scale bars are 
20 μm.
www.nature.com/scientificreports/
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A second elemental detection can potentially be achieved by adding a third scan configuration. Targeting 
iodine, a third post-edge scan configuration (iodine K-edge 33.2 keV), labelled “High-2” together with previous 
“High” scan will achieve a pre- post- iodine K-edge pair achieving strong iodine contrast. Specifically, source 
60 kVp peak tube potential filtered with 25 μm thick tungsten foil will have good iodine absorption and source 
spectrum overlap to achieve iodine enhancement. The third scan configuration “High-2” and iodine mass atten-
uation (energy) curve are shown in Fig. 2(b). The addition of a second element detection to the shown iron 
detection, to be included in future work, will potentially achieve multi-color X-ray imaging similar to what was 
demonstrated in EM using lanthanide labels and EELS5.
In summary, we have shown a method that uses XRM with a polychromatic source to detect a specific element 
within a heavy metal stained biological sample, by maximizing X-ray source emission and elemental absorption 
overlap. Scatter plots where shown to be instrumental in identifying regions of distinct chemical signature, ena-
bling automated material analysis. Using the scheme presented, a second element detection could be pursued. 
Correlating the target metals (e.g., Fe) to fluorescent genetic-probes, similar to that demonstrated in multicolor 
electron microscopy5, will provide important large volume functional localization information.
Methods
X-ray microtomography. XRM was performed on a Versa 510, (Carl Zeiss X-ray Microscopy, Pleasanton, 
CA 94588). The Versa 510 is equipped with a polychromatic tungsten source, tunable in the voltage range 
30–160 kVp. Scan configuration: “Low” −30 kVp peak tube potential without filtration, exposure time 20–90 sec. 
“High”− 60 kVp peak tube potential, filtration 25 μm thick iron filter, exposure time 10–120 sec. Common scan 
conditions: binning 1, source-rotation axis distance 7.5 mm, detector-rotation axis distance 5 mm, pixel size 
0.394μm, optical magnification x20, rotation angle −180° to +180°, number of views 3201. Iron filtration used a 
0.001”x1”x2” foil placed at the X-ray tube exit slit. The foil was of 3N5 purity and sold by ESPI Metals, Ashland, 
OR 97520.
Staining protocol. Staining protocol is provided as Supplementary Material S3.
Figure 7. TEM and EELS measurements at the node of Ranvier and at a nearby control region. (a) TEM image 
showing staining of the node. EELS spectrum taken at the node showing strong presence of iron (b1) and 
osmium (b2) for which edge onset occurs at 708 eV and 1960eV, respectively. (c) EFTEM iron map confirms 
iron presence at the node (d) TEM of a control region showing a nearby axon of larger diameter. EELS spectrum 
taken at the control region showing the absence of iron (e1) yet presence of osmium at similar levels seen at the 
node (e2). (f) EFTEM iron map showing signal at noise level indicating the absence of iron in the control region. 
Scale bar for all images is 1 μm.
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Simulation. Material mass attenuation (energy) curves for the different elements were taken from NIST – 
XCOM database27 for energy range 1–160 keV at intervals 0.5 keV. The X-ray spectrums were measured experi-
mentally using AMETEK Material Analysis Division X-123CdTe X-ray Spectrometer, Amptek, Inc. Bedford, MA 
01730. Typical resolution at FWHM was specified to be <1.2 keV at 120 keV. Experimentally measured X-ray 
spectrums for 30 kVp with and without 25 um thick iron filter, and 60 kVp with 25 um thick tungsten filter were 
presented in Fig. 2.
TEM and EELS measurements. The TEM imaging was performed with a JEOL JEM-Z3200EF operating 
at 300 kV. This TEM has an Electron Energy-Loss Spectrometer in the form of an in-column Omega filter. All 
images, spectra and maps were acquired using Digital Micrograph software on a Gatan (Pleasanton, USA) US 
4000 CCD camera. Prior to imaging, the sample was pre-irradiated at a low magnification for about 30 min to 
minimize the effects of contamination33.
The Iron spectra were acquired for 5 sec exposures. The EELS signals drop progressively with increasing 
energy loss and typically reaching negligible levels around and above 2000 eV34. The energy loss edge onset for 
osmium is at 1960 eV making it particularly challenging to obtain spectra in this energy domain. We overcame 
this problem by binning the camera pixels to 4 and using the microscope in diffraction mode, so to boost the 
signal-to-noise. The Osmium spectra were acquired for 360 sec exposures. The EFTEM images for computing the 
iron maps were acquired for 120 sec exposures with the CCD bin by 4 pixels.
Data Availability. XRM image data generated and analyzed in this study will be available to download from 
the Cell Centered Database and Cell Image Library under the link, http://cellimagelibrary.org/groups/50351.
References
 1. Metscher, B. D. Biological applications of X-ray microtomography: imaging micro- anatomy, molecular expression and organismal 
diversity. Microsc. Anal. 27, 13–16 (2013).
 2. Mizutani, R. & Suzuki, Y. X-ray microtomography in biology. Micron 43, 104–115 (2012).
 3. Bushong, E. A. et al. X-ray Microscopy as an Approach to Increasing Accuracy and Efficiency of Serial Block-face Imaging for 
Correlated Light and Electron Microscopy of Biological Specimens. Microsc. Microanal. 21, 231–238 (2015).
 4. Ng, J. et al. Genetically targeted 3D visualisation of Drosophila neurons under Electron Microscopy and X-Ray Microscopy using 
miniSOG. Nat. Publ. Gr. 1–14, https://doi.org/10.1038/srep38863 (2016).
 5. Adams, S. R. et al. Multicolor Electron Microscopy for Simultaneous Visualization of Multiple Molecular Species. Cell Chem. Biol. 
23, 1417–1427 (2016).
 6. Gaietta, G. M., Deerinck, T. J. & Ellisman, M. H. Correlated live cell light and electron microscopy using tetracysteine tags and 
biarsenicals. Cold Spring Harb. Protoc. 6, 1–7 (2011).
 7. Lam, S. S. et al. Directed evolution of APEX2 for electron microscopy and proteomics. 12, 51–54 (2015).
 8. Ngo, J. T. et al. Click-EM for imaging metabolically tagged nonprotein biomolecules. Nat. Chem. Biol. 12, 1–10 (2016).
 9. Shu, X. et al. A genetically encoded tag for correlated light and electron microscopy of intact cells, tissues, and organisms. PLoS Biol. 9 
(2011).
 10. Handschuh, S., Baeumler, N., Schwaha, T. & Ruthensteiner, B. A correlative approach for combining microCT, light and transmission 
electron microscopy in a single 3D scenario. Front. Zool. 10, 1–16 (2013).
 11. Karreman, M. A. et al. Find your way with X-Ray: Using microCT to correlate in vivo imaging with 3D electron microscopy. 
Methods in Cell Biology 140, (Elsevier Ltd, 2017).
 12. Morales, A. G. et al. Micro-CT scouting for transmission electron microscopy of human tissue specimens. J Microsc. 263, 113–117 (2016).
 13. Parlanti, P. et al. Size and specimen-dependent strategy for x-ray micro-ct and tem correlative analysis of nervous system samples. 
Sci. Rep. 7, 1–12 (2017).
 14. Sengle, G., Tufa, S. F., Sakai, L. Y., Zulliger, M. A. & Keene, D. R. A correlative method for imaging identical regions of samples by 
micro-CT, light microscopy, and electron microscopy: Imaging adipose tissue in a model system. J. Histochem. Cytochem. 61, 
263–271 (2013).
 15. Luu, M. B. et al. Multi-wavelength elemental contrast absorption imaging. Opt. Express 19, 25969 (2011).
 16. Tillman, C., Mercer, I., Svanberg, S. & Herrlin, K. Elemental biological imaging by differential absorption with a laser-produced 
x-ray source. J. Opt. Soc. Am. B 13, 209 (1996).
 17. Arhatari, B. D., Gureyev, T. E. & Abbey, B. Elemental Contrast X-ray Tomography Using Ross Filter Pairs with a Polychromatic 
Laboratory Source. Sci. Rep. 7, 218 (2017).
 18. Riederer, S. J. & Mistretta, C. A. Selective iodine imaging using K-edge energies in computerized x-ray tomography. Med. Phys. 4, 
474–481 (1977).
 19. Lehmann, L. et al. Generalized image combinations in dual KVP digital radiography. Med Phys. 8, 659–67 (1981).
 20. Roessl, E. & Proksa, R. K-edge imaging in x-ray computed tomography using multi-bin photon counting detectors. Phys. Med. Biol. 
Phys. Med. Biol 5246, 4679–4696 (2007).
 21. Roessl, E. & Herrmann, C. Cramér–Rao lower bound of basis image noise in multiple-energy x-ray imaging. Phys. Med. Biol. 54, 
1307–1318 (2009).
 22. Cormode, D. P. et al. Multicolor spectral photon-counting computed tomography: In vivo dual contrast imaging with a high count 
rate scanner. Sci. Rep. 7, 1–11 (2017).
 23. Wang, Q., Mercogliano, C. P. & Löwe, J. A ferritin-based label for cellular electron cryotomography. Structure 19, 147–154 (2011).
 24. Carmi, R. et al. Arterial double-contrast dual-energy MDCT: in-vivo rabbit atherosclerosis with iodinated nanoparticles and 
gadolinium agents. 76261G, https://doi.org/10.1117/12.840468 (2010).
 25. Alvarez, R. E. & Macovski, A. Engergy-selective reconstructions in X-ray computerized tomography. Phys. Med. Biol. 21, 733–744 
(1976).
 26. Tkaczyk, J. E. et al. Quantization of Liver Tissue in Dual kVp Computed Tomography using Linear DiscriminantAnalysis. Med. 
Imaging 7258, 72580G–72580G–12 (2009).
 27. NIST. NIST XCOM: Element/Compound/Mixture. National Institute of Standards and Technology (1999). Available at: http://
physics.nist.gov/PhysRefData/Xcom/html/xcom1.html.
 28. Quick, D. C. & Waxman, S. G. Evidence for Inorganic Phosphate Binding at Nodes of Ranvier in Peripheral Nerves. J. Neurol. Sci. 
33, 207–211 (1977).
 29. Waxman, axmanG. & Quick, D. C. Intra-Axonal Ferric Ion-Ferrocyanide Staining of Nodes of Ranvier and Initial Segments in 
Central Myelinated Fibers. Brain Res. 144, 1–10 (1978).
www.nature.com/scientificreports/
1 1Scientific RepoRts |  (2018) 8:7553  | DOI:10.1038/s41598-018-25099-z
 30. Weiner, L. P., Waxman, S. G., Stohlman, S. A. & Kwan, A. Remyelination following viral‐induced demyelination: Ferric ion—
ferrocyanide staining of nodes of ranvier within the CNS. Ann. Neurol. 8, 580–583 (1980).
 31. Hayat, M. A. Fixation for Electron Microscopy. (Academic Press, 1981).
 32. Ahn, C. C. & Krivanek, O. L. EELS Atlas Gatan. (1983).
 33. Egerton, R. F. Electron Energy-Loss Spectroscopy in the Electron Microscope. Springer (Springer US, 2011), https://doi.
org/10.1007/978-1-4419-9583-4.
 34. Williams, D. B. & Carter, C. B. Transmission Electron Microscopy, Part1:Basics. Transmission Electron Microscopy (Springer Science 
& Business Media, 2009).
Acknowledgements
The authors are grateful to the assistance of NCMIR staff scientists and engineers who contributed and particularly 
thankful to Andrea Thor for her assistance in biological sample preparation. The NCMIR is supported in part by 
NIH grant number 3P41GM103412-29 from the NIGMS to MHE. TK. and part of this work was supported by an 
award from the International Community Foundation under the Sun Yat Sen Fund.
Author Contributions
T.K., T.C. and M.H.E. designed, executed and wrote the main manuscript text. T.K. prepared the figures. R.R. 
and M.R.M. performed E.E.L.S. measurements. K.K. and T.J.D. prepared the samples. N.F. measured the X-ray 
spectrum. E.A.B., M.G.H., M.R.M., S.P., G.A.C., and A.R.L. were involved in the design of the experiments. All 
authors reviewed the manuscript.
Additional Information
Supplementary information accompanies this paper at https://doi.org/10.1038/s41598-018-25099-z.
Competing Interests: The authors declare no competing interests.
Publisher's note: Springer Nature remains neutral with regard to jurisdictional claims in published maps and 
institutional affiliations.
Open Access This article is licensed under a Creative Commons Attribution 4.0 International 
License, which permits use, sharing, adaptation, distribution and reproduction in any medium or 
format, as long as you give appropriate credit to the original author(s) and the source, provide a link to the Cre-
ative Commons license, and indicate if changes were made. The images or other third party material in this 
article are included in the article’s Creative Commons license, unless indicated otherwise in a credit line to the 
material. If material is not included in the article’s Creative Commons license and your intended use is not per-
mitted by statutory regulation or exceeds the permitted use, you will need to obtain permission directly from the 
copyright holder. To view a copy of this license, visit http://creativecommons.org/licenses/by/4.0/.
 
© The Author(s) 2018
